High voltage lead failure diagnosed at upgrade of single-chamber ICD to dual-chamber ICD with CRT.
We describe a case of defibrillation lead damage which was detected only during an upgrade procedure from single-chamber ICD to dual-chamber ICD with biventricular pacing. The damage was not detected during routine checks in the ICD clinic.